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Abstract. This paper presents the Alpine Radiometer In-
tercomparison at the Schneefernerhaus (ARIS), which took
place in winter 2009 at the high altitude station at the
Zugspitze, Germany (47.42◦ N, 10.98◦ E, 2650 m). This
campaign was the first direct intercomparison between three
new ground based 22 GHz water vapor radiometers for mid-
dle atmospheric profiling with the following instruments
participating: MIRA 5 (Karlsruhe Institute of Technology),
cWASPAM3 (Max Planck Institute for Solar System Re-
search, Katlenburg-Lindau) and MIAWARA-C (Institute of
Applied Physics, University of Bern). Even though the three
radiometers all measure middle atmospheric water vapor us-
ing the same rotational transition line and similar fundamen-
tal set-ups, there are major differences between the front
ends, the back ends, the calibration concepts and the profile
retrieval. The spectrum comparison shows that all three ra-
diometers measure spectra without severe baseline artifacts
and that the measurements are in good general agreement.
The measurement noise shows good agreement to the values
theoretically expected from the radiometer noise formula. At
the same time the comparison of the noise levels shows that
there is room for instrumental and calibration improvement,
emphasizing the importance of low elevation angles for the
observation, a low receiver noise temperature and an efficient
calibration scheme.
The comparisons of the retrieved profiles show that the
agreement between the profiles of MIAWARA-C and cWAS-
PAM3 with the ones of MLS is better than 0.3 ppmv
(6 %) at all altitudes. MIRA 5 has a dry bias of approxi-
mately 0.5 ppm (8 %) below 0.1 hPa with respect to all other
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instruments. The profiles of cWASPAM3 and MIAWARA-C
could not be directly compared because the vertical region
of overlap was too small. The comparison of the time se-
ries at different altitude levels show a similar evolution of the
H2O volume mixing ratio (VMR) for the ground based in-
struments as well as the space borne sensor MLS.
1 Introduction
Water vapor plays a key role in the Earth’s radiative budget
as it is the most important natural greenhouse gas in the tro-
posphere. In the stratosphere water vapor is important as it
has, through cooling by infrared emission, an effect on strato-
spheric temperature which itself influences surface climate as
shown in Solomon et al. (2010) and references there in. Wa-
ter vapor has chemical effects on ozone in the stratosphere
(Dvortsov and Solomon, 2001) as well as in the mesosphere
(Marsh et al., 2003).
In the stratosphere and mesosphere water vapor has a
long photochemical lifetime with respect to dynamical pro-
cesses and is therefore a valuable tracer. It enters the strato-
sphere from the troposphere through the tropical transition
layer which acts as a cold trap rendering the middle at-
mosphere extremely dry. The seasonal cycle in tropical
tropopause temperature leads to an annual cycle in water
vapor mixing ratio near the tropopause (Fueglistaler et al.,
2005). These variations propagate upward through the trop-
ical stratosphere, following the Brewer-Dobson circulation,
exhibiting the so called tape recorder (Mote et al., 1996). Ox-
idation of methane is the dominant formation mechanism of
middle atmospheric water vapor leading to a positive vertical
vmr gradient throughout the stratosphere. Photo-dissociation
Published by Copernicus Publications on behalf of the European Geosciences Union.
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due to the absorption of solar Lyman α is the relevant sink of
water vapor in the middle atmosphere, leading to a negative
vertical VMR gradient throughout the mesosphere. Effects
of the Lyman α irradiance varying with the solar cycle can
be observed in the upper mesosphere (Nedoluha et al., 2009;
Hartogh et al., 2010; Remsberg, 2010). Besides the tropi-
cal stratosphere strong seasonal variations are also found in
the polar to mid latitudinal mesosphere with high water va-
por vmr in summer and low vmr in winter (Seele and Har-
togh, 1999). An accepted theory is that upwelling in summer
transports humid air from altitudes around the stratopause
towards the mesopause while downwelling in winter has the
opposite effect, e.g. dry mesopause air is transported towards
the stratopause (Ko¨rner and Sonnemann, 2001). In polar re-
gion middle atmospheric water vapor profile measurements
have been used to determine timescales of mesospheric and
stratospheric vertical transport (Forkman et al., 2005; Lee
et al., 2011) and to investigate meridional transport during
sudden stratospheric warmings (Seele and Hartogh, 2000;
Flury et al., 2008).
Water vapor in the upper stratosphere and mesosphere is
mainly observed by passive remote sensing instruments, ei-
ther space borne or ground based. Satellite instruments, such
as MLS on EOS/Aura (Waters et al., 2006), MIPAS on EN-
VISAT (Milz et al., 2005), SMR on ODIN (Murtagh et al.,
2002) and FTS on ACE (Bernath et al., 2005) provide the
vertical as well as the horizontal distribution of water va-
por and other trace gases and are therefore important for the
monitoring of the evolution of the composition of the Earth’s
atmosphere on a global scale which is crucial for climate re-
search. However, the lifetime of a satellite is typically limited
to less than a decade and therefore the creation of meaningful
long term observational time series from these data requires
careful checking of the consistency between different instru-
ments.
Ground based radiometers observing middle atmospheric
H2O provide vertical profiles at a single location and are
characterized by long operational lifetimes and a temporal
resolution in the order of hours to days. A network of ground
based instruments allows detecting biases between satellite
experiments, helps to find geographical dependency in these
biases and plays a key role in the merging of satellite data
sets. In addition the long term data sets are used to study
trends, seasonal and longer term variations in stratospheric
and mesospheric water vapor. Alongside this network of
ground based instruments having a high temporal resolution
is used for dynamical studies such as the investigation of hor-
izontal and vertical transport. However this requires that the
network itself is consistent and that the temporal resolution
of the instruments is optimized. Examples for middle atmo-
spheric research using ground based radiometers are given
above.
There are few ground based spectro-radiometers at
22 GHz operating on a regular basis. In the frame of NDACC
(Network for the Detection for Atmospheric Composition
Change) there are instruments in Onsala, Sweden (Fork-
man et al., 2003), Bern, Switzerland (Deuber et al., 2004),
Table Mountain, USA, Mauna Loa, USA and Lauder,
New Zealand (Thacker et al., 1995; Nedoluha et al., 1995,
2007). In addition there are two instruments, one in Alo-
mar/Andoya, Norway (Hallgren et al., 2010; Seele and Har-
togh, 2000, 1999; Sonnemann et al., 2008) and one in Seoul,
South Korea (de Wachter et al., 2010), in continuous op-
eration and two instruments, one at Ny-A˚lesund, Spitsber-
gen (Quack, 2004) and one in Me´rida, Venezuela (Golchert,
2010), whose measurements have suffered from interruptions
in the past, but are intended for continuation. There have also
been several new developments in recent years, e.g. the three
instruments introduced in this article, a sister instrument to
cWASPAM3 called MISI operated by IAP Ku¨hlungsborn and
the Mobile Microwave Radiometer operated by the Univer-
sity of Toulouse (France) (Motte et al., 2008).
Until now there has been one direct intercomparison be-
tween two similar 22 GHz radiometers when the instrument
now in Mauna Loa was operated alongside the instrument at
Table Mountain on a campaign basis (Nedoluha et al., 1999).
The instruments in Lauder and Mauna Loa have been indi-
rectly compared as they both participated in a comparison
with MLS and HALOE (Nedoluha et al., 2007). In addi-
tion the NDACC instruments in Bern, Lauder, Mauna Loa
and Onsala and the instrument in Seoul have been validated
against one another using MLS as a reference instrument
(Haefele et al., 2009).
The Alpine Radiometer Intercomparison at the
Schneefernerhaus (ARIS) during the beginning of 2009
was the first direct intercomparison of three new ground
based microwave radiometers for middle atmospheric
water vapor using different setups. It offered the unique
opportunity to not only compare the profiles retrieved from
the measurements of the radiometers but also the calibrated
spectra and the noise levels of the measurements. The
three radiometers participating in ARIS with their different
calibration methods are introduced in the second and third
section of this article. The fourth section focuses on the
microwave spectra and a comparison of the noise levels of
the measurements. The profile retrieval together with the
characterization of uncertainties and a method to limit the
altitude range of the retrieved profiles are described in the
fifth section, with the actual intercomparison of profiles
being presented in the sixth section. The seventh section
gives an idea of the instrumental improvements achieved
thanks to ARIS and an overview of the current status of the
instruments.
2 Description of the instruments
The three microwave radiometers compared, MIRA 5 (Karl-
sruhe), cWASPAM3 (Katlenburg-Lindau) and MIAWARA-
C (Bern), all perform spectral resolved measurements of the
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H2O rotational transition line at 22.235 GHz utilizing differ-
ent set-ups. This section gives a short description of each of
the radiometers and a compilation of the key specifications
of the instruments is given in Table 1.
MIRA 5 has been designed with a focus on versatility. It
allows the intercomparison of various modes of operation
and forms a reference for smaller designs planned for the fu-
ture. Three calibration loads, microwave absorbers at 32 K,
75 K and 310 K, allow a wide range of calibration schemes
(total power, reference beam and balancing). The quasi-
optical system comprises a corrugated horn antenna and four
ellipsoidal mirrors. One of these is a revolvable mirror to
switch the beam between the sky and the three calibration
loads. One mirror is placed in the refrigerated 32 K cold load
and uses a particular coating to filter the incoming infrared
radiation and protect the microwave absorber from excessive
heating. The observation angle into the sky is chosen with
a revolvable plane mirror. During the ARIS campaign, an
Acousto-Optical Spectrometer (manufactured by the Univer-
sita¨t zu Ko¨ln) and a digital fast Fourier transform spectrom-
eter (Acqiris AC240) have been used in parallel for signal
analysis.
The concept of cWASPAM3 is based on the success-
ful WASPAM instrument which was installed at ALOMAR
1995 (Hartogh and Jarchow, 1995). WASPAM provided wa-
ter vapor measurements over an almost complete solar cy-
cle (Hartogh et al., 2010). The design of cWASPAM3 com-
bines high sensitivity with autonomy. The high sensitivity
(low measurement noise) is achieved by the combination of
a cooled front-end with a total power receiver measuring the
vertical and horizontal polarization simultaneously. This so-
called dual polarization receiver consists of two individual
amplification chains, one for each polarization, connected
by an ortho mode transducer (OMT). For the data acquisi-
tion two chirp transform spectrometer (CTS) are used one
for each receiver chain (Hartogh and Hartmann, 1990; Har-
togh, 1998; Villanueva and Hartogh, 2004; Villanueva et al.,
2006; Paganini and Hartogh, 2009). With this set-up the
noise level is improved by a factor of
√
2 compared to a
conventional total power receiver. The complete front-end,
i.e. the first stage amplifiers, the OMT and the horn antenna,
are cooled to a temperature of 20 K by a closed-loop helium
compressor system. Additionally, both the hot and cold load
are mounted within the dewar and cooled to approximately
120 K and 45 K respectively.
MIAWARA-C is a compact instrument specifically de-
signed for the use in measurement campaigns which can act
as a traveling standard for intercomparisons. A detailed de-
scription of the instrument can be found in (Straub et al.,
2010). The optical system of MIAWARA-C combines a
choked gaussian horn antenna with a parabolic mirror which
reduces the size of the instrument in comparison with other
radiometers (Straub et al., 2007). For the data acquisition
during ARIS a correlation receiver with a COLFET as in-
ternal calibration load (Straub et al., 2008) was used. The
COLFET is a noise diode with a noise temperature of ap-
proximately 140 K. For data acquisition a digital cross cor-
relating spectrometer is used . The complete back end sec-
tion, including the computer, is located in the same housing
as the instrument. The front-end is temperature stabilized to
minimize gain fluctuations. Calibration of the instrument is
achieved through a balancing scheme with the sky used as the
cold load and the tropospheric properties are determined by
performing regular tipping curves, meaning MIAWARA-C
needs neither liquid nitrogen nor helium for calibration nor
information from other instruments. The instrument is op-
erated outside a building during the ARIS campaign on the
terrace of the Schneefernerhaus in contrast to the other two
radiometers, which have been operated inside the laboratory.
All three instruments are controlled remotely.
3 Calibration methods
During the ARIS campaign both MIRA 5 and cWASPAM3
used a hot-cold load interleaved calibration scheme as de-
scribed in Hallgren (2010). For this calibration method ev-
ery second measurement is taken from a calibration load, hot
or cold alternately, the others from the atmosphere. The sky
brightness temperature Tb,sky is then calculated using the fol-
lowing relation:
Tb,sky= Vsky−Vcold
Vhot−Vcold (Thot−Tcold)+Tcold (1)
where Vx are the measurements of the respective targets and
Thot/Tcold the Rayleigh-Jeans equivalent brightness tempera-
tures of the calibration loads.
The hot load of MIRA 5 is stabilized above ambient tem-
perature (310 K). The backside of the cold load is cooled to
approximately 15 K physical temperature by a closed-loop
helium compressor system. The signal from this cold load
has itself been calibrated against the signal from a black body
immersed in liquid nitrogen and the hot reference. Careful at-
tention is paid to keep the signal from the liquid nitrogen load
free of systematic errors. In particular, the dewar is tilted to
avoid the antenna beam intersecting the air/liquid interface
at right angles. The calibration time span has been limited to
avoid the formation of water ice in the open nitrogen Dewar.
A path-length modulator further reduces the contribution of
standing waves in the optical path. Cold load calibrations of
the refrigerated load are repeated every four weeks and result
in a brightness temperature of 32 K with little variation. The
remaining undulations in the calibrations of the cold load are
very stable over time.
The load temperatures of cWASPAM3 (45 and 120 K) are
kept close to the atmospheric temperature in order to mini-
mize the effective receiver temperature as described in Jar-
chow (1998). An initial calibration of the load temperatures
versus liquid nitrogen and room temperature is conducted in
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Table 1. Specifications of the three radiometers participating in ARIS.
MIRA 5 cWASPAM3 MIAWARA-C
Optical system
Corrugated horn antenna, four
ellipsoidal mirrors, one plane
mirror
Cooled horn antenna with
parabolic mirror
Choked gaussian horn
combined with parabolic mirror
Receiver type Single polarization total power Dual polarization total power Single polarization correlation
Back end AOS, Acqiris FFTS CTS Acqiris cross correlation
spectrometer
Receiver operation
mode
Single side band Single side band Single side band
Receiver temperature ≈140 K ≈30 K ≈150 K
Preamplifier (HEMT) Uncooled Cooled Uncooled
Bandwidth 1300 MHz (AOS), 800 MHz
(FFTS)
40 MHz 399 MHz
Spectral Resolution 61 kHz 10 kHz 30.5 kHz
Calibration Hot-Cold interleaved Hot-Cold interleaved Balancing
Calibration cycle -Cold-Line-Hot-Line- -Cold-Line-Hot-Line- -Cold-Hot-Ref-Line-
Absolute calibration Cold (32 K), hot (310 K) Cold (45 K), hot (120 K) Cold (sky at 60◦ el), hot
(ambient temperature)
Observation angle
(elevation)
9◦, 18.3◦ 15◦ 15–35◦
Observation direction
ARIS
192.5◦ 177◦ 177.5◦
order to calculate the offset temperature between the mea-
sured physical temperature at the back of the load and the
observed radiometric temperature.
The balancing calibration scheme of MIAWARA-C is de-
scribed in detail in Straub et al. (2010). A reference signal
having the same intensity as the line measurement, but which
has little contribution from the water vapor line at 22 GHz,
namely the sky in zenith direction with a piece of microwave
absorber inserted into the beam, is measured. The elevation
angle for the line measurement is then continuously adjusted
to balance the reference measurement. The difference be-
tween the line and reference measurement is used to calcu-
late the balanced sky brightness temperature:
1Tb,sky= Tb,sky−Tb,ref= Vsky−Vref
Vhot−Vcold (Thot−Tcold) (2)
For the absolute calibration there are two targets; a mi-
crowave absorber at ambient temperature that is used as the
hot load, and the sky under an elevation angle of 65◦ which
represents the cold load. The brightness temperature of the
cold calibration target is determined with regular tipping
curve calibration as described in (Straub et al., 2010).
4 Intercomparison of the spectra
In order to retrieve a water vapor profile from the spectrum
of a ground based 22 GHz radiometer, hours or even days
of measurements need to be integrated to achieve a suffi-
cient signal to noise ratio (SNR). The required measurement
time depends on the instrument, tropospheric conditions and
the desired altitude range of the retrieved profile. For the
comparison of retrieved profiles, presented in Sect. 6, spec-
tra acquired within 24 h are averaged before being processed
with the inversion routine. This means the measurement
noise, which strongly influences the quality and the altitude
range of the retrieved profile, depends on the instrument and
day. As the stratospheric signal is approximately constant the
measurement noise is proportional to the inverse of the signal
to noise ratio.
A comparison between the single day spectra of the three
radiometers measured on 5 February is shown in Fig. 1. The
plots on the left hand side show the spectra as they are used
for the profile retrieval. The spectrum of MIRA 5 shows the
pressure broadened emission line of water vapor in the mid-
dle atmosphere on top of the continuum contribution origi-
nating in the troposphere while in the spectra of cWASPAM3
and MIAWARA-C an estimate of the tropospheric correc-
tion is removed during calibration. The difference in the line
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Fig. 1. Left: spectra of the three radiometers as they are used for profile retrieval. The different line strength is due to the different calibration
methods. The difference in the noise level of the spectrum of MIAWARA-C originates from a 10 channel binning applied to the line wings.
Right: the sam data s t as on the left, ut ra sformed to zenith dir ction and corrected for trop sp ric attenuati n. In addition a polynomial
of second degree has been removed from the spectra of MIRA 5 and cWASPAM3 to account for the different instrumental baselines and
calibration techniques. The spectra are shown for three different frequency ranges, line center ±125 MHz, line center ±12.5 MHz and line
center ±1.25 MHz.
strength originates from the fact that the balanced spectrum
of MIAWARA-C is scaled to zenith direction, as described
in Straub et al. (2010):
1T ∗b,z = ctrop,bal ·1Tb,line
= Tb,line−Tb,ref
Amalinee
−Atropline τz− trAmaref e−A
trop
ref τz
(3)
while the other two instruments are in observation direction,
which is 18.3◦ elevation for MIRA 5 and 15◦ elevation for
cWASPAM3. The factor ctrop,bal also accounts for the ref-
erence measurement of MIAWARA-C being taken towards
the sky in zenith direction and that therefore the line signal is
present in both the line and the reference measurement.
For the comparison presented in the right panel of Fig. 1
the spectra of cWASPAM3 and MIRA 5 are transformed to
the zenith direction and are corrected for tropospheric atten-
uation in order to achie e the same signal strength for all the
instruments using the following relation:
T ∗b,z= ctrop,h−c−il ·Tb,line=
Tb,line
Amalinee
−Atropline τz
(4)
where
ctrop,bal Factor for tropospheric correction when
using balancing calibration with a refer-
ence measurement towards the sky.
ctrop,h−c−il Factor for tropospheric correction when
using hot-cold load interleaved calibra-
tion.
Tb,line Sky brightness temperature at elevation
angle of line observation.
τz Tropospheric opacity in zenith direction.
A
trop
line Tropospheric air mass at elevation angle
of line observation.
Amaline Middle atmospheric air mass at elevation
angle of line observation.
A
trop
ref Tropospheric air mass at elevation angle
of reference measurement.
Amaref Middle atmospheric air mass at elevation
angle of reference measurement.
tr Equivalent transmission of reference ab-
sorber.
All the air mass factors and therefore the factor for the tro-
pospheric correction strongly depend on the elevation angle
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of observation. The factor ctrop,bal for balancing calibration
is always larger than ctrop,h−c−il for hot-cold interleaved cal-
ibration.
The instrumental baseline of each instrument and the dif-
ferent handling of the spectral contribution of the troposphere
is taken into account by fitting a second order polynomial to
the difference spectra between MIAWARA-C and MIRA 5
and between MIAWARA-C and cWASPAM3 and removing
this from the corrected spectra of MIRA 5 and cWASPAM3.
This method leads to comparable spectra for the three in-
struments shown in the right panel of Fig. 1 for three dif-
ferent frequency ranges, line center ± 125 MHz, line center
± 12.5 MHz and line center ±1.25 MHz. These plots show
that the spectra of all three instruments are in good general
agreement.
4.1 Measurement noise
The uncertainty of the measurement using microwave ra-
diometry is given by the so-called radiometer noise formula:
σ = a√
Bt
Tsys (5)
where B is the width of a single radiometer channel, t the
effective integration time of the line measurement, Tsys the
system temperature of the radiometers and a a sensitivity fac-
tor depending on receiver type and calibration technique as
described in Tiuri (1964).
The value of Tsys depends on the receiver type. For MIRA 5
and cWASPAM3 it is given by:
Tsys= (Trec+Tantenna) (6)
and for the correlation receiver of MIAWARA-C by:
Tsys−c=
√
(
1
2
TA+Trec)2+(12TA)
2 (7)
with TA = Tantenna+Tcolfet. Tantenna is the antenna tempera-
ture, Trec the receiver noise temperature and Tcolfet the noise
temperature of the internal calibration load used in the corre-
lation receiver of MIAWARA-C.
Knowing that for a total power calibrated spectrum the
sensitivity factor a is 1 (σTP= Tsys/
√
Bt), the sensitivity for
the hot - cold interleaved and balancing calibrations can be
calculated as:
ah−c−il/bal= σh−c−il/bal
σTP
(8)
The actual σ of each radiometer is determined using Gaus-
sian error propagation
σF =
√(
∂F
∂x1
·σ1
)2
+
(
∂F
∂x2
·σ2
)2
+···
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Fig. 2. Sensitivity factor a calculated by Gaussian error propagation
on the calibration equations (lines) and from measurements com-
pared to the uncertainty of a total power measurement σTP, with an
estimated value for Tsys,sky.
on Eq. (1) for MIRA 5 and cWASPAM3 and on Eq. (2) for
MIAWARA-C. Derivatives are built with respect to Vx where
x = sky, line, hot, cold and proportionality between signals
Vx and temperatures Tx is assumed. The uncertainty, σx , in
these variables is given by Eq. (5) with a= 1. This results in:
σh−c−il
= 1√
B
√√√√T 2sys,cold
tcold
(
Tsky−Thot
Thot−Tcold
)2
+ T
2
sys,sky
tsky
+ T
2
sys,hot
thot
(
Tsky−Tcold
Thot−Tcold
)2
(9)
for MIRA 5 and cWASPAM3 and
σbal= 1√
B
√√√√T 2sys−c,sky
tsky
+ T
2
sys−c,ref
tref
(10)
for MIAWARA-C.
Figure 2 shows a comparison between the expected values
of a and those as derived from measurements plotted against
the sky brightness temperature in observation direction Tsky.
The expected values, shown as lines, are calculated using
Eq. (8) where it is necessary to take into account that the
measurement noise of cWASPAM3 is improved by a factor
of
√
2 by the dual polarization receiver while the measure-
ment noise of MIAWARA-C is degraded by a factor of
√
2
by the correlation receiver.
The experimental values for a, shown as circles, are
obtained by dividing the measurement noise of the one
day integrated spectra, acquired between 2 April 2009 and
22 April 2009, by σTP (Eq. 5 with a= 1), with an estimated
value for Tsys,sky. The factors a obtained from measurements
and expected from Gaussian error propagation are in good
general agreement, indicating that the measured radiometer
noise levels are close to the values expected. There is a slight
positive offset in a determined from the measurements com-
pared to the value calculated by Gaussian error propagation
which is most likely due to an underestimation of the receiver
temperatures. Increasing the estimated receiver temperature
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Fig. 3. Noise levels and effective integration times of the 24 h spectra of the three radiometers.
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Fig. 4. Apriori profile and apriori covariance used for the Retrievals. Covariance 1 is used for MIRA 5 and
MIAWARA - C and Covariance 2 is used for cWASPAM3.
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Fig. 3. Noise levels and effective integration times of the 24 h spec-
tra of the three radiometers.
by 4 K for cWASPAM3 and by 15 K for MIRA5 explains the
offset (not shown). These values seem realistic for an uncer-
tainty in the receiver temperature as it is a parameter which
is very difficult to determine exactly, e.g. for MIRA 5 the
receiver temperature varies between 135 and 151 K for the
three different spectrometers (including the RPG-FFT added
after the ARIS campaign).
To achieve comparable noise levels for the three radiome-
ters the noise is corrected to the zenith direction and for tro-
pospheric attenuation in the same way as the measured sig-
nal:
σ ∗= ctrop ·σ (11)
Table 2 gives an overview of the parameters determining the
noise levels of the three radiometers. The numbers in the
header row of each table indicate the elevation angle and tro-
pospheric opacity τ used for the calculations. The values
for τ used are the extremes during the Zugspitze campaign,
namely 0.007 and 0.078. For cWASPAM3 the observation
angle is constant while for MIRA 5 it is either 9 or 18.3◦, cho-
sen by the operator. Thus for MIRA 5 all the values are given
for both angles. In the balancing scheme of MIAWARA-
C the elevation angle is constantly adjusted depending on
the tropospheric opacity. Therefore for MIAWARA-C the
values are given for parameter combinations that represent
best and worst conditions during the ARIS campaign, i.e.
el= 15◦/τ = 0.007 and el= 35◦/τ = 0.078. Since a high el-
evation angle like 35◦ is non-ideal, the values for the com-
bination el= 15◦/τ = 0.078 are given as well to indicate the
possible gain in noise level by using low elevation angles.
In the tables for MIRA 5 and MIAWARA-C the numbers
in brackets indicate the factor compared to the values of
cWASPAM3 for the same opacity. In the process of pro-
file retrieval the channel width is accounted for when regard-
ing the measurement uncertainty so the instrument compar-
ison in the last line of the table considers the normalized
measurement noise for a certain channel width
√
Bσ . The
comparison yields a 7.5 to 31.8 times higher noise level for
MIAWARA-C compared to cWASPAM3 indicating room for
improvement in the measurements of MIAWARA-C. The
technical changes accomplished after the ARIS campaign are
described in Sect. 7. The differences in the noise levels of
MIRA 5 and cWASPAM3 are mainly due to the lower re-
ceiver noise temperature of the latter due to the cooled re-
ceiver.
The comparison of the system temperatures of the two in-
struments emphasizes the advantages of a low receiver tem-
perature especially under very dry observation conditions.
4.2 Measurement time series
The previous section presented system noise value for 1-day
integrated spectra without measurement gaps, representing
the ideal case. The lower panel of Fig. 3 shows the effective
integration time of each instrument for each day, illustrating
that during the ARIS campaign there are some gaps in the
time series of all the instruments for various reasons.
The MIRA 5 AOS was not operational for a nine-day pe-
riod from 10–18 February which blocked all measurements
during that time as the profiles used here are calculated from
spectra of the AOS.
In the case of cWASPAM3 the first 10 days of data from
the campaign were affected by a calibration error and ren-
dered unusable.
In the data set of MIAWARA-C there are large gaps due
to poor weather conditions, namely snow affecting the out-
door instrument. To protect the radiometer, the rain hood
was closed whenever there was snowfall or snow covering
the housing of the instrument. Therefore there are only few
spectra from MIAWARA-C throughout February and March.
The upper panel of the Fig. 3 shows the noise level of the
1-day integrated spectra for each day. This plot illustrates
that the noise level of cWASPAM3 is the lowest of the three
instruments, with the noise level of MIAWARA-C the largest
and most variable, as expected from the numbers in Table 2.
5 Retrieval
To retrieve water vapor vertical profiles the optimal estima-
tion method (OEM) is used for all instruments. The MIRA 5
and MIAWARA-C groups use the Qpack software package
described in Eriksson et al. (2005) for the retrieval together
with ARTS, a modular program simulating atmospheric ra-
diative transfer described in Buehler et al. (2005), as the for-
ward model. The cWASPAM3 group uses their own for-
ward model and OEM code described in Jarchow and Har-
togh (1995).
According to Rodgers (1976) and Rodgers (2000) the best
estimate xˆ of the atmospheric state, assuming the errors obey
linear Gaussian statistics, which is a valid assumption in our
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Table 2. Approximate values of the parameters in Eqs. (5) and (11) for the three instruments. The numbers in the header row of each table
indicate the elevation angle and tropospheric opacity used for the calculations. In the tables for MIRA 5 and MIAWARA-C the number
in brackets indicates the factor of the given quantity compared to cWASPAM3. tint is the effective integration time on line given in % of
measurement time t . The last column of MIAWARA-C indicates the improvements by the end of 2010 after the optimizations described in
Sect. 7.3.
cWASPAM3 15◦/0.007 15◦/0.078
a 3.37 1.00
tint [ % of t] 47
Tsys,tp (K) 40 100
ctrop,tp 0.29 0.39√
Bσh−c−il (K/
√
s) 0.19 0.19
MIRA 5 9◦/0.007 9◦/0.078 18.5◦/0.007 18.5◦/0.078
a 1.95 (0.6) 1.42 (1.4) 2.04 (0.6) 1.53 (1.5)
tint (% of t) 34 (1.2)
Tsys,tp (K) 150 (3.8) 240 (2.4) 150 (3.8) 200 (2.0)
ctrop,tp 0.21 (0.7) 0.32 (0.8) 0.35 (1.2) 0.43 (1.1)√
Bσh−c−il (K/
√
s) 0.36 (1.9) 0.65 (3.4) 0.63 (3.3) 0.78 (4.1)
MIAWARA-C 15◦/0.007 35◦/0.078 15◦/0.078 15◦/0.078
after optimizations
a 2 (0.6) 2 (2) 2 (2) 1 (1)
tint [(% of t) 19 (1.6) 37 (1.2)
Tsys,corr (K) 230 (5.8) 245 (2.5) 270 (2.7) 200 (20)
ctrop,bal 0.41 (1.4) 1.62 (4.2) 0.59 (1.5) 0.59 (1.5)√
Bσbal (K/
√
s) 1.45 (7.5) 6.0 (31.8) 2.4 (12.6) 0.66 (3.5)
Table 3. Pressure limits for 5 February determined from the area
of the averaging kernel and the difference between peak height and
nominal height of the AVK. The bold numbers indicate the pressure
range in which both requirements are fulfilled.
lower limit (hPa) upper limit (hPa)
AoA/peak height AoA/peak height
MIRA 5 10/10 0.01/0.01
cWASPAM3 0.5/0.7 0.01/0.006
MIAWARA-C 3/6 0.03 / 0.1
case as the atmosphere is optically thin at 22 GHz, is given
by:
xˆ = xa+(KTx S−1y Kx+S−1a )−1KTx S−1y (y−Kxxa)) (12)
= xa+Dy(y−Kxxa) (13)
= xa+A(x−xa) (14)
where
y measured spectrum
x true atmospheric profile
xa apriori profile
xˆ retrieved profile
Sy error covariance matrix of y (measurement
noise)
Sa error covariance matrix of xa
Kx kernel or weighting function matrix, describes
sensitivity of y variations in x
Dy retrieval gain matrix, represents sensitivity of
xˆ to y
A averaging kernel matrix, DyKx , characterizes
the response of xˆ
to a perturbation in x
Hence the best estimate xˆ is represented by the apriori state,
xa , plus a contribution from the difference between the un-
known true state of the atmosphere and the apriori state
(Eq. 14). The averaging kernel matrix A indicates the in-
formation content of the measurement. A is given by the
weighting function matrix times the retrieval gain matrix
and thus depends on the measurement noise, the apriori co-
variance matrix and on the apriori profile. The rows of
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Fig. 3. Noise levels and effective integration times of the 24 h spectra of the three radiometers.
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Fig. 4. Apriori profile and apriori covariance used for the Retrievals. Covariance 1 is used for MIRA 5 and
MIAWARA - C and Covariance 2 is used for cWASPAM3.
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Fig. 4. Apriori profile and apriori covariance used for the Retrievals.
Covariance 1 is used for MIRA 5 and MIAWARA-C and Covari-
ance 2 is used for cWASPAM3.
the averaging kernel matrix can be regarded as smoothing
functions: the averaging kernels (AVK). They are generally
peaked functions, the peaks indicating which atmospheric
altitudes contribute most to a given layer result. Their full
width at half maximum (FWHM) is a measure of the vertical
resolution of the observing system. This provides a simple
relationship between the retrieved and the true atmospheric
profile. The averaging kernel also has an area (AoA) which
is close to unity at altitudes where the retrieval is sensitive.
The AoA is the same as the measurement response.
5.1 Apriori and forward model parameters
During the ARIS campaign the same apriori profile was used
for the retrievals of the three instruments, namely a scaled
version of the US-Standard atmosphere. In addition the apri-
ori covariance used is identical for MIRA 5 and MIAWARA-
C and very similar for cWASPAM3, as shown in Fig. 4. The
apriori covariance of cWASPAM3 only significantly deviates
from the others at altitudes below 0.5 hPa, where the retrieval
is not considered sensitive to the true profile, as will be dis-
cussed in the next section.
The pressure-Temperature-altitude (pTz) information is
taken from collocated EOS/MLS profiles (version 2.2). The
criterion for MLS collocations with the measurement site
is ±2◦ (220 km) in latitude and ±5◦ (390 km) in longitude,
which leads to one or more profiles almost daily. The profile
closest in time is used as pTz information for the retrievals.
The spectroscopic parameters, namely the line and the
broadening parameters, are taken from the JPL 1985 cata-
log (Poynter and Pickett, 1985) and from Liebe (1989) and a
Voigt line shape is used as spectral function.
Additionally the hyperfine splitting of the 22 GHz line as
described in Moran et al. (1973) is taken into account. These
values are chosen because they are used in the retrieval of the
WVMS instruments since 1992, see Nedoluha et al. (2007),
where they reveal good validation results. The same values
have also been used for the validation of microwave radiome-
ters presented in Haefele et al. (2009).
5.2 Altitude range of the retrieval
The two conditions of the AVK peaking at the appropriate
level and the AoA being close to unity can be used to define
the altitude range of the retrieval.
In Fig. 5 a set of typical averaging kernels of the three
radiometers for a specific day are shown. The averaging ker-
nels indicate that the three radiometers have different altitude
coverage. For MIAWARA-C the AoA is close to unity at al-
titudes between 3 and 0.03 hPa, for MIRA 5 between 10 and
0.01 hPa and for cWASPAM3 the same is true for altitudes
between 0.5 and 0.01 hPa.
Comparison of the peak heights of the AVK to the pressure
altitude they are calculated for, henceforth called the nomi-
nal height, indicates that the AVK at the upper and the lower
limit of the pressure range displayed do not peak at the nom-
inal level, implying perturbations in the true profile are at-
tributed to an incorrect altitude. To check for correct attribu-
tion between the altitudes of the retrieved profile compared
to the true profile a numerical criterion is established. This
work defines that the difference between the nominal height
of the AVK and its peak height must not exceed 25 % of the
AVK’s width. This altitude difference is displayed in Fig. 6
together with its upper limit and the FWHM of the AVK giv-
ing a measure for the spatial resolution of the radiometers is
displayed in Fig. 7. cWASPAM3 meets the above defined
criterion at altitudes between 0.7 and 0.006 hPa, for MIRA 5
it is fulfilled at altitudes between 10 and 0.01 hPa and for
MIAWARA-C the range is 6 to 0.1 hPa.
To obtain the altitude range of the retrieval we demand that
both above mentioned conditions, AoA close to unity and
small difference between peak height and nominal height,
must be fulfilled. A compilation of the determined altitude
limits for 5 February is given in Table 3.
The very low upper limit in the retrieval of MIAWARA-
C is due to the extremely high measurement noise of the
instrument during the ARIS campaign. Longer integration
times were considered. This however did not lead to any
notable improvement in MIAWARA-C due to the numerous
measurement gaps, and additionally longer integration times
did not improve the upper limit of the other two instruments.
The only effect of longer integration times was a reduction
in the number of profiles for the comparison. Note that the
exact altitude range must be determined separately for every
individual retrieved profile, especially for the varying noise
level of MIAWARA-C.
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Fig. 5. Averaging Kernels (blue and red, bottom scale) and their area (black, top scale) of the single day re-
trievals on the 2009-02-05. The numbers indicate the AVK belonging to the pressure level closest to 1 = 30 hPa,
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Fig. 6. Difference between nominal height and peak height of the averaging kernel (red) and 25 % of the width of the AVK defined as upper
limit for the difference (black).
5.3 Error characterization
The error analysis of profiles from remote sounding measure-
ments is not completely straight forward as there are differ-
ent aspects which need to be considered when characterizing
a profile determined using optimal estimation. Two quanti-
ties of relevance for the error analysis have been discussed
in Sect. 5.2, namely the contribution of apriori information
to the retrieved profile and possible deviations of the peak
height of the AVK from its nominal height. These two quan-
tities are used to limit the valid altitude range of the retrieved
profile and its error. In the error analysis itself they are there-
fore neglected.
Another aspect that can be regarded as an error is the
smoothing effect of the retrieval, as characterized by the
AVK. The difficulty here is that to estimate the smoothing
err r correctly, the error statistics of the true state of the at-
mosphere must be known. Here Sa is simply a very rough
estimate of the covariance of the true atmospheric state and
ence the calculation of a smoothing error might lead to
a poor approximation. Therefore it was decided to con-
sider the retrieved profiles as smoothed versions of the true
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Table 4. Estimates of the errors in relevant forward model parameters. For MIAWARA-C the uncertainty in Thot and in pointing, influencing
τz and Tcold are considered in the calibration error which is given in % of factor for the tropospheric correction.
Parameter Instrument Estimated uncertainty
Temperature profile 5 K
Calibration cWASPAM3 1 K on either calibration load, 0.5◦ in pointing
MIRA 5 1 K on either calibration load, 0.5◦ in pointing
MIAWARA-C 3 % of factor for the tropospheric correction
(3 K on Thot, 0.2◦ in pointing → 2.5 % on τz and 0.5 K on Tcold)
Line intensity S 6.81×10−21 m2Hz
Air broadening γair 1014 Hz/Pa
atmospheric profile rather than an estimate of the complete
state and hence the estimation of a smoothing error is aban-
doned. This approach is based on a suggestion in Rodgers
(2000).
With the above mentioned constraints the retrieval error
may be separated into two components, (1) the random error
due to measurement noise and (2) systematic errors due to
uncertain model parameters and can be written as (Rodgers,
2000):
Sxˆ =DySyDTy +DyKbSbDTy KTb (15)
where Sb is the covariance of various forward model param-
eters and Kb is the sensitivity of the forward model to the
corresponding parameter. Estimates of the standard devia-
tions for the relevant forward model parameters (temperature
profile, calibration and spectroscopic parameters) used as di-
agonal elements for the variance/covariance matrices Sb are
given in Table 4. The corresponding kernel matrices Kb are
determined using perturbation calculations.
Examples of the 1-σ errors resulting from these calcula-
tions for each radiometer are shown in Fig. 8. The errors
depend on measurement conditions and have been calculated
for 5 February. The solid part of each line representing an er-
ror marks the altitude range of the retrieval. The dotted part
of each error profile is just shown for completeness and is
not used for atmospheric analysis as it is heavily influenced
by the apriori profile.
6 Intercomparison of profiles
The plots in Figs. 9 and 10 display comparisons between
H2O profiles, version 2.2, of the Microwave Limb Sounder
on the EOS/Aura satellite (MLS) and the 24-h retrievals of
the three ground based radiometers. The MLS H2O product
has an estimated 2-σ accuracy of below 0.5 ppm (8 %) at al-
titudes below 0.1 hPa and below 0.4 ppm (11 %) at 0.01 hPa.
Validation of MLS against other satellite and ground based
instruments reveals no significant bias of MLS between 10
and 0.01 hPa, compare Lambert et al. (2007).
The criterion for a collocation of a MLS profile with the
measurement site is the same as for the temperature data:
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Fig. 7. Width of the AVK of the three radiometers giving a rough
measure of the spatial resolution.
±2◦ (±220 km) in latitude and ±5◦ (±390 km) in longitude.
A mean profile of all the measurements within that spatial
range and the integration time of the radiometer is calculated
and used for the comparison which results in 80/75/61 collo-
cations for MIRA 5/cWASPAM3/MIAWARA-C.
Figure 9 displays a time series of middle atmospheric H2O
for 4 pressure ranges between 3 and 0.03 hPa. This reveals
a good general agreement between MIRA 5, cWASPAM3,
MIAWARA-C and MLS. The altitude range of the ground
based profiles is limited as described in Sect. 5.2 and the
profiles of all instruments are interpolated to the same pres-
sure grid before taking the mean value. The changing parti-
cle density is taken into account when calculating the VMR
mean value in a certain pressure range in order to conserve
the column density.
In the pressure ranges 0.3 to 0.1 hPa and 0.1 to 0.03 hPa
MIRA 5, cWASPAM3 and MLS retrieve a similar evolution
in the H2O-VMR even though the profile of MIRA 5 appears
to be less sensitive to variations at the upper atmospheric
levels than the other two instruments. The increase in early
April in the uppermost pressure range showing up in the data
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Fig. 8. Estimated 1-sig a errors in the ret ieved profiles calculated for 5 February. The measu ement noise error i regarded as random while
all the other errors given are considered as systematic.
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Fig. 9. Time series of middle atmospheric H2O for 4 pressure
ranges between 3 and 0.03 hPa as observed by MIRA 5, cWAS-
PAM3, MIAWARA-C and MLS. A mean value of the H2O-VMR
within the pressure ranges indicated is used to account for the dif-
ferent altitude resolution of MLS compared to the ground based
instruments.
of MLS and cWASPAM3 is not well captured by MIRA 5.
The few data points of MIAWARA-C available at high alti-
tude are too noisy to make a definite statement. In the pres-
sure ranges 3 to 1 hPa and 1 to 0.3 hPa the H2O-VMR stays
relatively constant over the whole comparison period. This
is reflected in all the measurements available at these alti-
tudes. The data of MIAWARA-C is noisier in winter than
in spring which is an effect of to the measurement gaps due
to bad weather conditions leading to a measurement noise
strongly varying from day to day. The varying noise level
leads to differences in the influence of the apriori profile on
the retrieved profile. MIRA 5 has a significant dry-bias com-
pared to MIAWARA-C and MLS which is also reflected in
the profile comparisons shown in Fig. 10.
The mean value and standard deviation of the absolute dif-
ference between the profiles of the three ground based ra-
diometers and MLS is shown in Fig. 10. For the comparison
with MLS the satellite profile is convolved with the AVK of
the radiometer it is compared to. This convolution has two
major effects on the satellite data: it degrades the altitude
resolution at all altitudes and it decreases the sensitivity at
altitudes where the AoA of the radiometer is smaller than
unity.
The leftmost panel reveals that MIRA 5 has a dry bias of
approximately 0.5 ppm (8 %) below 0.1 hPa with respect to
the three other instruments. EOS/MLS is validated and no
significant bias is known at the altitudes of interest. There-
for we assume that the dry bias of MIRA 5 is real. The non
linear retrieval of MIRA 5 seems to be less sensitive to the at-
mosph ric state (higher contribution from the apriori profile)
than in icated by the AVK. As the apriori vmr is significantly
lower than the profiles over the Zugspitze this can lead to a
dry bias.
The middle panel shows that the overlap region between
MIAWARA-C and cWASPAM3 is smaller than the altitude
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Fig. 10. Absolute difference between the profiles of the three ground based radiometers and MLS, mean value
and standard deviation. The first line in the title of each plot indicates the radiometer that is taken to be the
standard (rad1) the other instruments, named in line 2 to 4 (rad2), are compared to. The number of profiles
compared is indicated in brackets in the title of each plot.
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Fig. 11. 1-day integrated spectrum of MIAWARA - C during the ARIS campaign (observation angle = 26◦ ) and
after the instrumental improvements in the end of 2010 (observation angle = 11◦ ). The measurement noise has
been improved by a factor of approximately 8 and is hardly visible in the red curve. The difference in the noise
level within one spectrum is due to a binning applied to the wings for data reduction. A polynomial of second
degree has been removed from the 2010 spectrum to account for the baselines or the different instrumental
set-ups.
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Fig. 11. 1-day integrated spectrum of MIAWARA-C during the
ARIS campaign (observation angle = 26◦) and after the instrumen-
tal improvements in the end of 2010 (observation angle = 11◦). The
measurement noise has been improved by a factor of approximately
8 and is hardly visible in the red curve. The difference in the noise
level within one spectrum is due to a binning applied to the wings
for ata reduction. A polynomial of second d gree has been r -
moved from the 2010 spectrum to account for the baselines or the
different instrumental set-ups.
resolution of the instruments. Therefore the profiles of
those two radiometers are not compared here. The agree-
ment between MLS and cWASPAM3 is better than 0.3 ppm
(6 %) and within the standard deviation at all altitudes. The
rightmost panel shows that the same is true for MLS and
MIAWARA-C.
7 Improvements and projects after ARIS
ARIS was the first measurement campaign in a somewhat re-
mote location for the three radiometers and some instrumen-
tal challenges were encountered, as described in this article.
However, the direct intercomparison of the three radiome-
ters indicated some suboptimal configurations which could
be improved during or after the campaign.
7.1 MIRA 5
Depending on tropospheric background signal, the FFTS
spectra exhibit pronounced distortions from the AOS that
have unanimously been attributed to the Acqiris device
(Straub et al., 2010). An RPG FFTS, described in Klein
et al. (2008), has been added to the system in late April 2009
for comparison. After the ARIS campaign MIRA 5 stayed
at Schneeferenerhaus until 13 July 2009 and was then taken
back to Karlsruhe where it resumed operation on 15 Septem-
ber 2009 in a slightly different set-up.
7.2 cWASPAM3
One of the design goals of the instrument was stability and
low maintenance. The results presented here show that this
was achieved. After the ARIS campaign cWASPAM3 re-
mained in the Schneefernerhaus observatory and has contin-
ued to provide good measurements.
7.3 MIAWARA-C
The calibration scheme of MIAWARA-C was optimized after
the ARIS campaign. While in winter 2009 the hot and cold
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calibration targets where measured in every balancing cycle
(every 30 s) these measurements have been only performed
during the tipping curve calibration every 15 min since sum-
mer 2009. This optimization increases the effective integra-
tion time on the sky by nearly 100 %. Careful attention is
now paid to measure the sky at elevation angles between 10◦
and 18◦ in order to achieve the lowest possible measurement
noise. In addition the correlation receiver was replaced by a
dual-polarization receiver similar to the one of cWASPAM3
by the end of 2010 which improves the noise level by a factor
of 2.
With all these changes it was possible to decrease the mea-
surement noise of MIAWARA-C significantly, as shown in
Table 2 and in Fig. 11. Given an opacity of 0.078 and an ob-
servation angle of 15◦ the noise level is improved by a factor
of 3.6 thanks to the changes in the receiver and calibration.
If considered that during the ARIS campaign MIAWARA-C
observed at an elevation angle of 35◦ for τ = 0.78 the noise
level is even improved by a factor of 9. For the profiles this
means that MIAWARA-C does now cover an altitude range
of approximately 5 to 0.02 hPa for an integration time of 1.5 h
given an opacity of 0.78.
In fall 2009 MIAWARA-C participated in the MOHAVE
2009 campaign at JPL’s Table Mountain Facility, USA, and
in early 2010 it was operated from Finnish Meteorological
Institute Arctic Research Centre in Sodankyla¨, Finland in the
frame of the LAPBIAT campaign.
8 Conclusions
The ARIS campaign was the first comparison of three ground
based 22 GHz microwave radiometers with different setups
performed at the same location. It offered the unique oppor-
tunity to compare spectra and profiles of three new instru-
ments measured from a high altitude site. Despite the fact
that the three radiometers do not only use different front-
and back ends, but also differ in the calibration concepts
and slightly vary in profile retrieval, the overall agreement
is good.
The spectra measured by all three radiometers show no
severe baseline artifacts and are in good agreement. The
measurement noises are compared to the values theoretically
expected from the radiometer noise formula showing good
agreement. At the same time the comparison of the noise
levels emphasizes the importance of low elevation angles
for the observation, a low receiver temperature and an effi-
cient calibration scheme. Thanks to ARIS it was possible
to reveal room for instrumental improvement especially in
MIAWARA-C.
The comparisons of the retrieved profiles show that the
agreement between the profiles of MIAWARA-C and cWAS-
PAM3 with those of MLS is better than 0.3 ppm (6 %) at all
altitudes. MIRA 5 has a dry bias of about 0.5 ppm (8 %)
below 0.1 hPa with respect to all other instruments. The
profiles of cWASPAM3 and MIAWARA-C could not be di-
rectly compared because the region of overlap was regarded
as too small.
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